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APPLICATION FOR PREAPPROVAL 

SPECIAL SEISMIC CERTIFICATION OF EQUIPMENT AND COMPONENTS 
 

For Office Use Only      
APPLICATION NO. Check whether application is: NEW X RENEWAL  

      
OSP – 0306-10      

      
 
1.0 Bergelectric Corporation Jeremy Crotinger 

Manufacturer  Manufacturer’s Technical Representative 

650 Opper Street, Escondido, CA  92029 
Mailing Address 

760.746.1003  jcrotinger@bergelectric.com 
Telephone  E-mail Address 

 
2.0 

 
NURSE CALL WALL MOUNT CABINET 

  
NURSE CALL 

Product Name  Product Type 

Various – See Attachments 
Product model No (List all unique product identification numbers and/or serial numbers) 

General Description: Rigid wall mounted Nurse Call cabinet.  See Attachment for 
complete list of certified internal components. 

 
3.0 

 
Tobolski Watkins Engineering, Inc. 

 
Matthew Tobolski, Ph.D., S.E. 

Applicant Company Name  Contact Person 

9246 Lightwave Ave. Ste. 140, San Diego, CA 92123 
Mailing Address 

858.381.5843  mtobolski@tobolskiwatkins.com 
Telephone  E-mail Address 

I hereby agree to reimburse the Office of Statewide Health Planning and Development for the actual 
costs incurred by the department for review. 

 11/27/12 
Signature of Applicant  Date 

President and CEO  Tobolski Watkins Engineering, Inc. 
Title  Company Name 
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4.0 Registered Design Professional Preparing the Report 
 

Tobolski Watkins Engineering Inc. 
Company Name 

 
Derek Manwill, P.E.  C78758 

Contact Name  California License Number 

9246 Lightwave Ave. Ste. 140, San Diego, CA 92123 
Mailing Address 

858.381.5843  dmanwill@tobolskiwatkins.com 
Telephone  E-mail Address 

5.0 California Licensed Structural Engineer Review and Acceptance of the Report 
 

Tobolski Watkins Engineering Inc. 
Company Name 

Matthew J. Tobolski, Ph.D., S.E 
 S5648 

Contact Name  California License Number 

9246 Lightwave Ave. Ste. 140, San Diego, CA 92123 
Mailing Address 

858.381.5843  mtobolski@tobolskiwatkins.com 
Telephone  E-mail Address 

6.0 Anchorage Pre-Approval 
 

 Anchorage is pre-approved under OPA-        

(Separate application for anchorage pre-approval is required) 
 

 Anchorage is not Pre-approved 

 

7.0 Certification Method 
 Testing in accordance with:   ICC-ES AC-156   Other (Please Specify): 

 

 Analysis 

 Experience data 

 Combination of Testing, Analysis, and/or Experience Data (Please Specify): 

8.0 Testing Laboratory (if applicable) 

NTS Labs Ratish Rao 
Company Name  Contact Name 

1536 East Valencia Dr. Fullerton, CA 92831 
Mailing Address 

714.879.6110 Ratish.rao@nts.com 
Telephone E-mail: 
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9.0 Approval Parameters 
 
Design in accordance with ASCE 7-05 Chapter 13:  Yes  No 
 

Design Basis of Equipment or Components (Fp/Wp) = 1.9 

SDS (Spectral response acceleration at short period) = 2.5g 

ap (In-structure equipment or component amplification factor) = 2.5 

Rp (Equipment or component response modification factor) = 6.0 

Ip (Importance factor) = 1.5 

z/h (Height factor ratio) = 1.0 

Equipment or Component fundamental period(s) = [See Attachment] 
Building period limits (if any) = None 

Overall dimensions and weight (or range thereof) = [See Attachment] 
 
Equipment or Components @ grade designed in accordance with ASCE 7-05 Chapter 15:  Yes  No 
 
Design Basis of Equipment or Components (V/W) =       

SDS (Spectral response acceleration at short period) =      

S1 (Spectral response acceleration at 1 second period) =      

R (Response modification coefficient)=1.0 

Ω0 (System overstrength factor) =1.0 

Cd (Deflection amplification factor) =1.0 

Ip (Importance factor) =1.5 

Height to Center of Gravity above base =      

Equipment or Component fundamental period(s) =     Sec 

Overall dimensions and weight (or range thereof) =      

Tank(s) designed in accordance with ASME BPVC, 2007:  Yes  No 
 

10.0 List of attachments supporting the special seismic certification of equipment or components:  
 Test Report    Drawings    Manufacturer’s Catalog 

   Calculations   Others (Please Specify): Attachment A 
 

 

11.0 
 

OSHPD Approval (For Office Use Only) 

                 1/16/2013 December 31, 2019 
Signature & Date  Approval Expiration Date 

M. R. Karim, SHFR  SDS (g) =  2.5                   z/h =   1.0 
Name & Title  Special Seismic Certification Valid Up to 

Condition of Approval (if any): 
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 UUT - 1 

UNIT UNDER TEST (UUT) 

Summary Sheet 
TWEI Project No.: 2012-0518-CO-001, rev. 0 

Manufacturer: Bergelectic Corporation 

Model Line:  Nurse Call Wall Mount Cabinet 

Model Number:   

Product Construction Summary: 

The cabinet is made of 16-gauge steel with hinged door with key lock. 

 

Options/Subcomponent Summary: 

Component content: Cabinet 13050-X13, Intelligent fan kit 13051-001, Smart-UPS SMT 1500RM2U, POE switch P2519NNC1A24, 

Leviton receptacle 5362-SW 

UUT Properties 

Weight (lb) 

Dimensions (in) Lowest Natural Frequency (Hz) 

Depth Width Height Front-Back Side-Side Vertical 
45°    

(Horizontal) 

143 12.0 26.0 26.0 30.3 32.9 12.2 27.6 

UUT Highest Passed Seismic Run Information 

Building Code Test Criteria SDS z/h Ip AFLX-H ARIG-H AFLX-V ARIG-V 

CBC 2010 ICC-ES AC 156 2.5g 1.0 1.5 4.0 3.0 1.67 0.67 

 

 

 

      
 

 

 

Test Mounting Details:  

The unit is mounted to the fixture using eight (8) #12 – 2 ½” HEX – TEK screws   
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 UUT - 2 

UNIT UNDER TEST (UUT) 

Summary Sheet 
TWEI Project No.: 2012-0518-CO-001, rev. 0 

Manufacturer: Bergelectic Corporation 

Model Line:  Nurse Call Wall Mount Cabinet 

Model Number:   

Product Construction Summary: 

The cabinet is made of 16-gauge steel with hinged door with key lock. 

 

Options/Subcomponent Summary: 

Component content: Cabinet 13050-X13, Intelligent fan kit 13051-001, Smart-UPS SMT 1500RM2U, POE switch P2519NNC1A24, 

Leviton receptacle 5362-SW 

UUT Properties 

Weight (lb) 

Dimensions (in) Lowest Natural Frequency (Hz) 

Depth Width Height Front-Back Side-Side Vertical 
45° 

(Horizontal) 

143   12.0 26.0 26.0 30.1 32.9 11.8 27.4 

UUT Highest Passed Seismic Run Information 

Building Code Test Criteria SDS z/h Ip AFLX-H ARIG-H AFLX-V ARIG-V 

CBC 2010 ICC-ES AC 156 2.5g 1.0 1.5 4.0 3.0 1.67 0.67 

 

 

 

      
 

 

 

Test Mounting Details:  

The unit is mounted to the fixture using eight (8) #12 – 2 ½” HEX – TEK screws   
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  Table 1 

Special Seismic Certification 
Certified Product Matrix 

TWEI Project No.: 2012‐0518‐CO‐001, rev. 0

Manufacturer:  Bergelectic Corporation 

Model Line:   Nurse Call Cabinet 

Certified Product Construction Summary: 
The cabinet is made of 16‐gauge steel with hinged door with key lock.

 

Certified Options Summary: 
Seismically certified system constructed of internal subcomponents listed within this table only.

Certified Mounting Summary: 

Wall mounted (rigid) using manufacturer’s specified mounting locations. SEOR is responsible for anchorage design. 

Building Code: CBC 2010  Seismic Certification Limits:  SDS = 2.5g  z/h = 1.0  Ip = 1.5 

Model Line  Model 
Dimension (in) Weight 

(lb) 
Notes  UUT

Depth  Width  Height 

BergElectric Corp. 
Nurse Call Cabinet 

‐  12.0  26.0  26.0  143    1,2 

INTERNAL SUBCOMPONENTS 

Chatsworth 
Thin Line II Cabinet 

13050‐X13            1,2 

Chatsworth  
Intelligent Fan Kit 

13051‐001            1,2 

APC‐Schneider 
1500VA Smart‐UPS 

SMT1500RM2U            1,2 

Hill‐Rom 
POE Network Switch 

P2519NNC1A24          2 per cabinet  1,2 

Leviton 
NEMA 5‐20R Recep. 

5362‐SW            1,2 
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